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XXXIV. Defcripiion and Ufe of a portable Wind Gag& 
By Dr. James Lind, Pbyfician, at Edinburgh* 



Rcdde, May 1 1, rw^ h I S fimple inftrument confifts of two 
-*- glafs tubes ab, cd, of five or fix inches 
in length (t ab . x . fig. 1 .) . Their bores, which are fo much 
the better always for being equal, are each about T 4 ^ths of 
an inch in diameter. They are connected together, like a 
fiphon, by a fmall bent glafs tube ab, the bore of which 
is ~th of an inch in diameter. On the upper end of the 
leg ab there is a tube of latteii brafs, which is kneed or 
bent perpendicularly outwards, iand has its mouth open 
towards f. On the other leg cd is a cover, with a round 
hole g in the upper part of it, -^ths of an inch in dia- 
meter. This cover arid the kneed tube are connefled 
together by a flip of brafs cd, which not only gives 
ftrength to the whole inftrument, but alfo ferves to hold 
the fcale hi. The kneed tube and cover are fixed on 
with hard cement or fealing wax. To the fame tube is 
foldered a piece of brafs e, with a round hole in it, to re- 
ceive the fteel fpindle kl, and at /there is juft fuch ano- 
ther piece of brafs foldered to the brafs hoop^, which 
furrounds both legs of the inftrument. There is a fmall 
Ihoulder on the fpindle at/, upon which the inftrument 

B b b a. refts, 
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refts, and a fmall nut at /, to prevent it from being blown 
off the fpindle by the wind. The whole inftrument is 
^eafily turned round upon the fpindle by the wind, fo as 
always to prefent the mouth of the kneed tube towards 
it. The end of the fpindle has a fcrew on it; by which 
it may be fere wed into the top of a poll, or a ft and made 
on purpofe. It alio has a hole at l, to admit a fmall le- 
ver for fere wing it into wood with more readinefs and 
facility. A thin plate of brafs k is foldered to the kneed 
tube, about half an inch above the round hole g, fo as 
to prevent rain from falling into it. There is likewife a 
crooked tube ab (fig. a.), to be put on occafionally upon 
the mouth of the kneed tube f, in order to prevent rain 
from being blown into the mouth of the wind-gage, 
when it is left out all night, or expofed in the time of 
rain. The force or momentum of the wind may be 
afcertained by the affiftance of this inftrument, by filling 
the tubes half-full of water, and puihing the fcale a 
little up or down, till the o of the fcale, when the in- 
ftrument is held up perpendicularly, be on a line with 
the furface of the water, in both legs of the wind-gage. 
The inftrument being thus adjufted, hold it up perpen- 
dicularly, and turning the mouth of the kneed tube to- 
wards the wind, obferve how much the water is deprefled 
by it in the one leg, and how much it is railed in the 
other. The fum of the two is the height of a column 
of water which the wind is capable of fuftaining at that 
time; and every body that is oppofed to that wind, will 
be ptefled vvpoii by a force equal to the weight of a co- 
lumn 
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lumn of water, having its bafe equal to the furface that 
is oppofed, and its height equal to the altitude of the co- 
lumn of water fuftained by the wind in the wind-gage. 
Hence the force of the wind upon any body where the 
furface oppofed to it is known, may be eafily found ; and 
a ready comparifon may be made betwixt the ftrength 
of one gale of wind and that of another, by knowing 
the heights of the columns of water, which the different 
winds were capable of fuftaining* The heights of the 
columns in each leg will be equal, provided the legs are 
of equal bores ; but unequal, if their bores are unequal,-. 
For fuppofe the legs equal, and the column- of water the 
wind fuftains to be ihree inches, the water in the leg, 
which the wind blows into, will be depreffed one inch 
and a half below o, and raifed juft as much above it in* 
the other leg* But if the bore of the leg which the 
wind blows into, be double that of the other, the water 
in that leg will be depreffed only one inch, whilft it is 
raifed twice as much, or two inches, in the other; and 
vice verfd, if the fame wind blow into the fmaller leg 
it will deprefs the water in it two inches, whilft it raifes 
it only one inch in the other. The force of the wind 
may be likewife meafured with this inftrument, by fill- 
ing it until the water runs out at the hole g. For if we 
then hold it up to the wind as before, a quantity of wa- 
ter will be blown out; and, if both legs of the inftru- 
ment are of the fame bore, the height of the column 
fuftained, will be equal to double the column of water 
an either leg, or the fum of what is wanting in both legs 

But 
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But if the legs are of unequal bores, neither of thefe will 
give the true height of the column of water which the 
wind fuftained. But the true height may be obtained by 
the following formula. 

Suppofe that after a gale of wind, which had blown the 
water in one of the tubes from a to b (fig. 3.), forcing it at 
the fame time through the other tube out at e, the fur- 
face of the water fhould be found ftanding at fome level 
£g, and it were required to know what was the height of 
the column ef or ab, which the wind fuftained. In order 
to obtain which, it is only neceflary to find the height of 
the columns db or gf, which are conftantly equal to each 
other: for either of thefe added to one of the equal co- 
lumns ad, eg, will give the true height of the column 
of water which the wind fuftained, 

case 1. 

Let the diameters ac, eh, of the tubes be refpedtively 
xeprefented by c y d\ and let #= ad or eg, and at-db or gf* 
Then it is evident, that the column db is to the column 
eg as c z x to d 2 a. But thefe columns are equal. There- 
fore, c*x=d 2 a; and confequently, x--r- m 

EXAMPLE, 

If the diameters ac, eh, be refpe&ively 10 and 1, and 
ad or eg=3,96 inches, x will be==,0396 of an inch* 
For d z a~i x 3,96=3,96, which divided by£ a = 100, gives 

CASE 
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CASE II. 

But If at any inftant of time, whilft the wind was 
blowing, it was obferved, that when the water flood at e, 
the top of the tube out of which it is forced, it was de- 
preffed in the other tube to fome given level bf, the al- 
titude at which it would have flood in each, had it im- 
mediately fubfided, may be found in the following man- 
ner: 

Let £=ab or ef. Then it is evident, that the column 
db is equal to the difference of the columns ef, gf. But 
the difference of thefe columns is as d*b-d*x. Therefore 

c z x=d z &—d z x; and consequently, #=;^ji* 

For the cafes when the wind blows in at the narrow 
leg of the inftrument. 

Let ab=ef=£, eg or AD=tf, gf=db=#, and the dia- 
meters eh, ca, refpeitively =*/, c y as before. Then it is 
evident, that the column ad is to the column gf as 
ac % to d z x. But thefe columns are equal. Therefore, 

d % x~ac % \ and confequently, x~-js This anfwers to 

CASE I. 

It is alfb evident, that the column ad is equal to the 
difference of the columns ab, db» But the difference of 
thefe columns is z&-6e % —c % ;x. Therefore, d z x^bc l -c' l x. 

Whence we get x-r—-^ This correfponds to case ji. 

As there is always a calculation to be p$ade for every 
6 expe- 
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experhnefrt when the legs of the inftrument are of une- 
qual bores, I would recommend it to the makers of thefe 
inftruments, to make ufe of tubes that are equal, or at 
leaft nearly fo, that the error may become next to no- 
thing, it being a thing very eafy to be done. In this 
manner we can readily determine the greateft force, which 
the wind has blown with, during the time the inftrument 
has been expofed to its adtion. But as it may be fafely 
left alone, by fcrewing its ipindle into the proper ftand, 
or into the top of a poft, and as the wind never fails 
to turn the mouth of it towards itfelf, it is not neceffary 
for the obferver to continue always by it; for it may be 
allowed to ftand all night, expofed to the wind, without 
any inconvenience, though it fhould even happen to 
rain very heavily. However, recourfe can only be had 
to this method of ufing the inftrument on ftiore: for at 
fea it muft always be held up in a perpendicular pofition 
in the hand, whether it be ufed when only half full of 
water, or when quite full; which laft will be frequently 
found to be the only practicable method of afcertaining 
the force of the wind during the night, when it blows fo 
hard that it is impoffible to keep any lights on deck* 
A perfon filling the wind-gage, in a calm place, with 
water, in order to determine the force of the wind, in 
the way which X have been juft now defcribing, will be 
apt to imagine, that it cannot give the meafurement cor- 
rect j for he will find fuch a repulfion to arife from the 
edges of the hole g, as to fuftain a column of water in 
the kneed or bent tube, perhaps half an inch above the 

level; 
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level : but by either blowing acrofs the round hole, or 
moving his finger over it, he will foon bring the water 
in the kneed tube to Hand at the fame level with it, by 
taking off gradually the convex luface of the water, 
which projeits out at the hole in the form of a drop or 
Spherule. And this effedt the wind very foon produces 
itfelf. There ought always to be a cover on the top 
of the tube out of which the water is expelled by the 
wind; but it fhould be made very thin. For if there be 
no fuch cover, and the mouth of the kneed tube be flop- 
ped, after the inftrument is quite full of watery in order 
to prevent the wind from having any influence in railing 
it, you will find, upon expofing it to a ftrong gale, that 
in a very fhort time it will blow out perhaps half an inch 
of water. Whence it appears, that a very considerable 
error would arife from ufing the wind-gage in this ftate. 
But in all the experiments which I have made with 
this inftrument, whilft it had the cover and the round 
hole of ^ths of an inch in diameter in the middle of 
it, I have not been able to difcover any error. The 
ufe of the fmall tube of communication ab (fig. i .) is to 
check the undulation of the water, fo that the height of 
it may be read off from the fcale with eafe and certainty. 
But it is particularly defigned, to prevent the water from 
being thrown up to a much greater or lefs altitude, than 
the true height of the column, which the wind is able at 
that time to fuftain, from its receiving a fudden impulfe, 
whilft it is vibrating either in its afcent or defcent. For 
water in the legs of a fiphon is capable of being put 
Vol. LXV. Ccc into 
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into a vibrating mot: on like a pendulums/; and there- 
fore, if a£ted upon when in the afcent, the height which 
it afcends to will come out greater than the truth; and 
Jefs, if adted on in the defcent. 

The height of the column of water fuftained in the 
wind-gage being given, the force of the wind upon a 
foot fquare is eafily had by the following table, and con- 
fequently on any known furface* 



TABLE I. 



Height of the Force of die wind on 
water in the the foot fquare in 

wind-gage. avoirdupois pounds. 

12 inches 62,5 

" 57^93 

5 2 >° 8 3 
46,875 

41,667 

36>548 
3i>7S 
26,041 
20,833 
15*625 
10,416 
5,208 
2,604 

,260 
>i3° 

(a) niwtoni Princip. Mathemat. 



Common designation of 
fuch a wind. 



IO 

9 
8 

7 
6 

S 

4 

3 

2 

1 



°40 



imoft violent hurricane* 

very great ditto, 
great hurricane, 
hurricane, 
very great ftorm. 
great ditto, 
ftorm. 

very high wind, 
high wind, 
brilkgale. 
frefh breeze, 
pleafant wind, 
a gentle wind. 

lib. II. prop. xliv. theoivxxxv, 

EXAMPLE* 
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EXAMH E. 

If it were required to know the force of the wind, 
when the column of water fuftained was equal to 4^ 
inches. Then, by tab. i. 

Pounds. 

4 inches- 20,833 
°>5 or- inch = 2,604 
0,1 =; 0,521 



Sum 4,6 = £ 3> 9 5 8 = force on every fquare foot. 

Any change that can happen in the fpecific gravity 
of the water from heat or cold^ will make no fen- 
fible alteration on experiments made with this instru- 
ment. 

A cubic foot of water is generally fuppofed to weigh 
1000 Avoirdupois ounces; and from fome experiments 
made by Mr. mUsschenbroek it would appear, that be- 
twixt freezing and boiling, or in 1 8o° on Fahrenheit's 
fcale, it increafes only — = ,0 1 1 7 of its whole bulk, or 
volume (V. I cannot, however, find any author that men- 
tions at what precife degree of heat a Cubic foot of Water 
was weighed. Mr. Fahrenheit indeed made feveral of 
his curious experiments on the fpecific gravities of bo* 
dies when the water raifed his thermometer to 48 V/. 
Now if we fuppofe the greateft heat of the water which 

(b) MUsscHEN. Introd. ad'Philof* Natur. torn. II. p. &2|. 
(c). Philofophical Tranfaaions, N° 383. 

Gcc2 ^re 
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we make ufe of in the wind-gage to be 90°, which ex- 
ceeds 48 ° by 42, the greateft change produced will be 
only >oo27 or -j-^o parts of the whole. So thatif the alti- 
tude of the column of water fuftained by the wind were 
even to be five inches, the part of this effe<5t, arifing 
from the diminution of the fpecific gravity of the water, 
occafioned by the greateft heat, will only amount to 
0,0135, or t^Uo parts of an inch, a change which can- 
not be meafured by the inftrument. It may be feme- 
times neceffary to employ other fluids befides water, par- 
ticularly if the degree of cold be below freezing: for 
then we muft ufe a fluid that will not freeze in the de- 
gree of cold in which we expofe the inftrument, other- 
wife the wind can have no influence on it, and the liquor 
freezing in the tube will break it. I fhall, therefore, 
mention a few liquors in the following table that will 
anfwer the purpofe, as alio fubjoin a general method of 
reducing them all to one common meafure. But of 
all the fluids I am acquainted with, when the effedts of 
froft are to be feared, I know none better adapted to our 
purpofe than a faturated folution of fea-falt; fince it does 
not freeze till the thermometer falls to o degrees, and is 
a fluid conftantly of the fame fpecific gravity. Spirit of 
wine, independent of its being more variable in refpeit 
of fpecific gravity by the influence of heat and cold, is 
alfo more or lefs fo, as it is more or lefs rectified. And 
although the true fpecific gravity were known at the 
beginning of the operation, it would even change during 
the time of ufing it, by imbibing moifture from the air. 
7 Let 
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Let w reprefent the weight of a column of water, 
having its altitude meafured by one of the divifions on 
the fcale, and its bafe to any given furface whatever; 
and let n denote in general the number of thefe divi- 
fions which meafures the whole length of the column 
of the water which the wind fuftains. Then nw will 
reprefent always its weight, and will ferve as a common 
multiplier for the fpecific gravities of all other liquors* 

t a # L E IIv 



Names of liquors. 


Specific 
gravities. 


Common 
multiplier. 


Weight meamring th 
forces of the wind* 


Water, 


1,000 




nw 


Sat fol. of fait, 


1,244 




1,244 ^ nw 


Urine, 


1,030 




1,030 x nw 


Ditto, 


1,016 


*■ nw 


1,016 x nw 


Alkohol, 


0,825 




0,825 x nw 


Proof fpirits, 


0,927 




0,927 xnw 


8cc. 


&c. 




&c. &c 



EXAMPLE. 



Let w reprefent the weight of a column of water 
^th of an inch high, ftanding on a fquare foot ; and 
let ^=80=4 inches. Then (by tab. i.) nw is equal to 
20,833 Avoirdupois pounds. Therefore i,244x 20,833 
=weight of a faturated folution of fea fait of the fame 

altitude, and ~ = the altitude of a column of a faturated 

1,244 

folution of the fame, weighing 20,833 pounds Avoir- 
dupois ] 
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xiupois. w may reprefent a fquare yard, the furface of 
a fail, &£• 

If the velocity and denfity of the wind in any parti- 
cular cafe were accurately determined, this inftrument, 
which gives its force or momentum, would enable us to 
afcertain the velocity in every other cafe, the denfity be- 
ing known. For it appears from experiments, made by 
Mr. james Ferguson, F. r. s. on the whirling-table, 
that its force is as the fquare of its velocity. But as the 
denfity, which is one of the data requifite for determin- 
ing the velocity by this inftrument, was not taken into 
confideration in thefe experiments, all that we can do at 
prefent is to fuggeft the idea. 

It may not, perhaps, be improper to take notice, that 
evaporation will have fome effect in diminifhing the al- 
titude of the column of water; though its influence, for 
the moft part, will be very inconfiderable. The more 
frequently, therefore, the inftrument is examined, it will 
be fo much the better. If it be expofed to the adtion of 
the wind, whilft it happens to fnow, it will be neceflary 
to look at it frequently, leaft the fnow fhould choak up 
the mouth of the wind-gage. 

Extract of a letter from Dr. lind to Col. roy. Dated 
Edinburgh, May 26, 1775. 

The wind-gage ought to be fome what longer than that 
I lately fent Sir john pringle. For we had a gale here on 
the 9th current, which fupported a column of water 

of 
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of 6-3$ inches, whereas that I fent was not fo long. The 
force of this gale on a fquare foot was equal to 349921 
pounds Avoirdupois, and it has done great damage to 
our gardens. Weft India hurricanes would require gage* 
of a ftill greater length to meafure them* 
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